Flow Cytometry
Cells were analyzed using the Coulter Epics V system. The argon laser was operated at 488 nm using 240 mW of power. Red and green dual fluorescence analysis was performed by splitting the beam with a 560 short pass dichroic mirror, with a 590 long pass filter in front of the red photomultiplier (PMT) and a 525 band pass filter in front of the green PMT.
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